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I.  EINLEITUNG 
 
Herzlichen Glückwunsch zum Kauf ihres MINI SPY RF  ! Dieses Produkt ist mit einem internen Sensor sowie einem 
Funksender ausgestattet, der es Ihnen erlaubt  die Umgebungstemperatur zu erfassen und drahtlos auf Ihren  
PC zu übertragen.  
 

1. AUSSTATTUNG 
 
  1 MINI SPY RF   
  1 Bedienungsanleitung 
 

II. PRÄSENTATION 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

III.  HINWEISE ZUR INSTALLATION 
 
Der Datenlogger SPY ist ein Gerät, welches in der Lage ist physische Werte über eine Funkverbindung 
an die Software SIRIUS  zu übertragen. Die Drahtlose Kommunikation basiert auf Funkwellen im Bereich 868Mhz. 
Leider können wir nicht davon ausgehen das diese Art Kommunikation überall arbeitet. Jedoch können wir einige  
Probleme durch das beachten einiger Hinweise von vornherein ausschließen.  
 

1. STÖRUNGS URSACHEN 
 
   Hindernisse in Form von Wänden, Zimmerdecken Personen oder Möbeln  

können die Übertragung zwischen dem Modem und dem Logger beeinflussen. 
 
   Die Dicke der Hindernisse spielt ebenfalls eine Rolle. Die Abschwächung  

des Signals ist in diagonaler Richtung größer als in die Senkrechte. 
 

 
 
 
 
 
 
 
 
 
 
 
 

Das Signal kann durch Wände aus Vollmetall nicht hinausgelangen. Andrerseits kann das 
Signal eine Metallverstrebte Wand unter Einschränkungen durchdringen. 

 
 
 
 
 
 
 
 
 
 
 
 
 

 
 

Betriebs LED ( grün ) 

Starter Taste 

Alarm LED ( rot ) 
Temperaturfühler 

Etikett zum 
Personalisieren 
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2. INSTALLATIONS ANWEISUNG 

 
  - Platzieren sie die Geräte in ca. 2 m Höhe und einem Abstand von 30-40cm zur Zimmerdecke. 
   Dies soll verhindern das Störungen aufgrund von niedrigen Gegenständen sowie sich  

Bewegenden Personen auftreten. 
  - Wenn möglich sollte das SPY RF Modem eine Zentrale Position innerhalb der  

Datenlogger einnehmen. 
  - Vorzugsweise platzieren sie die Logger in Sichtweite zu einem anderen. 
  - Falls Schwierigkeiten mit dem Empfang auftreten sollten, ist es möglich  

Reichweiten mit dem SPY RF  RELAY  (Art. Nr. 5005-0713) oder dem  
SPY MODEM LAN (Art. Nr. 5005-0712) zu erweitern. 

 

 

 

IV.   GEBRAUCH 
 

 
 

1. STOP 
   Sie erhalten den Logger im STOP Modus. In diesem Zustand kann der Logger weder  

Daten senden noch Empfangen. 
 
    

2. START 
 
       Um den SPY zu starten, drücken sie bitte 5 bis 10 sek.  

auf den Taster 
 
        - die beiden LED´s leuchten gleichzeitig auf. 
        - alle Segmente des Displays sind sichtbar. 
        - Der Logger ist jetzt im Bereitschafts Modus 
 
 
 
 
 
 
 

 
3. KONFIGURATION 

              
 
 

Die Konfiguration des Loggers  SPY RF wird über  
die Software SIRIUS erstellt und dann über Funk 

                  an den Logger gesendet. 
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4. START DER MESSUNG 

 
   Der SPY RF hat zwei Arten des Starts. 
  - automatischer Start 
  - manueller Start 
 
 
 
  
 

5. AUTOMATISCHER START 
 
   Ihr SPY RF startet die Aufzeichnung 

- automatisch wenn diese Konfiguration an den Logger gesendet wurde 
 
 
 
 
 
 
 

 
 
 

6. MANUELLER START 
 
   Bitte drücken sie kurz den Taster 

 
 
 
 
 

 
 

 
 

7. ALARM VISUALISIERUNG 
 
   Der SPY RF besitzt verschiedene Alarm Indikatoren. Wenn ein festgelegter Grenzwert  
   Überschritten wird. 
   
 
 
 
 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Betriebs LED (grün): 
2’’ => Startet die Aufzeichnung 
Danach kurzes aufleuchten jede Minute 

jj / mm / aa 
hh / mm / 
ss 

Betriebs LED (grün): 
2’’ => Startet die Aufzeichnung 
Danach kurzes aufleuchten jede Minute 

Alarm LED ( rot ) 
Blinkt alle 15 sec. 
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T° OK (güne LED) leuchtet 
durchgehend für 10 Sekunden 

Im Alarmfall (rot) leuchtet 
durchgehend für 10 Sek. 
 

 
 

8. ANHALTEN DER MESSUNG 
 
  Abhängig von der Programmierung des SPY RF kann die Aufzeichnung angehalten werden. 
 

Rolling memory:  
- bei vollem Speicher werden die ältesten Daten mit den neusten überschrieben. 

 
  Full memory:   

- die Aufzeichnung stoppt bei vollem Speicher. 
 
  mit der Software: 

- Es ist  möglich den Logger in den Ruhezustand zu versetzen um Energie zu sparen   
  wenn der Logger nicht benötigt wird. 
 
  mit dem Taster:  

- diese Option ist nur möglich wenn der Logger im Transport Modus mit der Einschalt - 
  funktion über den Taster aktiviert wurde. 

. 
 
 
 
 
 

 

 

 

 

 

 

9. MANUELLE TEMPERATURKONTROLLE 
 

  Diese Art von Kontrolle hängt vom Betriebsmodus ab. 
  TOP ZONE = Transport Modus oder AUTO CONTROL = Lager Modus 
  Diese Funktion ermöglicht Ihnen, eine Überprüfung der Messwerte durch eine Person. 
  Dazu muss nur kurz der Taster gedrückt werden. 
 
 
 
 
 
 
 
 
 
 
 
 
 

Diese Aktion der Überprüfung wird im Software Protokoll mit aufgeführt und bestätigt Ihnen 
  Die Kontrolle der Temperatur durch eine Person. 

 
 
 
 

 
 
 
 
 
 
 
 
 
 
 

Um den Logger zu stoppen, muss zwischen 
 5 bis 10 Sekunden der Starter gedrückt 
werden 
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10. FUNKTIONSWEISE DER LED´S UND DES TASTERS 
 
  Die grüne LED leuchtet 2 sek. nach Aktivierung des Aufzeichnungsmodus und leuchtet danach  
  jede Minute im Aufnahmemodus. 
 
 

 
 SPEZIELLE FUNKTIONEN DES LOGGERS IM AUFZEICHNUNGSMODUS 
 
 
 
  Gerät im Lager Modus 
 
 

Starter gedrückt 
Funktion   < 5" 5’’> bis <10’’ 

AUS   - Beide LED´s fangen  
gleichzeitig an zu leuchten 

Wartet auf konfiguration  Rote LED leuchtet 2" - 
Start der Aufzeichnung      

 Mit Starter  Grüne LED 2" = Beginn der 
Messung - 

 
 

verzögert (Datum & Zeit)   - - 

  
 

sofort  - - 

Messung Grüne LED 10" = auto control - 

 
 
 
 
 
 
  Gerät im Transport Modus 
 
   

Starter gedrückt 
Funktion  < 5" 5"< bis >10" 

AUS - Beide LED´s fangen  
gleichzeitig an zu leuchten 

Wartet auf konfiguration  Rote LED leuchtet 2" - 

Start der Aufzeichnung    
 Mit Starter  Grüne LED 2" = Beginn 

der Messung 
- 

  verzögert (Datum & Zeit)   Beide LED´s fangen  
gleichzeitig an zu leuchten = 
wartet auf das Starten der 

Messungen 

  

 

sofort - 

Beide LED´s leuchten 
abwechselnd= Ende der 

Messung 
 

Messung Grüne LED 10" = Top 
zone 

Beide LED´s leuchten 
abwechselnd= Ende der 

Messung 
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V.   TECHNISCHE DATEN 
 
 
 

FEATURES MINI SPY RF  
Messbereich  -40 +85°C 
Anzahl Kanäle 1 intern 
Sensor PTC 
Genauigkeit ±0.4°C von -20 to +30°C / ±0,5°C rest 
Aufzeichnungs Intervall 1min bis 90 min 
Speichergröße 10 000 messungen 
Arbeitsbereich -40 +85°C 
Lagerungstemperatur -40 + 85°C 
Funkreichweite (freies Feld) 45m Sichtlinie 
Frequenz  868MHz 
Batterie Standzeit 5 Jahre 
Maße 80x55x15mm 
Schutzklasse (1 Std. bei 1m. tiefe) IP68 
CE ERM konformität EN 12830 und kann gemäß EU-Verordnung Nr. 

2005 – 229 entsorgt werden 
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I. INTRODUCTION 
Congratulations, you own a Mini SPY RF! This device is equipped with 1 internal sensor. It enables you to record the ambient temperature and to transfer wirelessly 
the recorded data by radio frequency to a PC. 
 

Equipment  

1 or several Mini SPYRF 
1 user manual 
 
Symbols 

II. PRESENTATION 
 
 
 
 
 
 
 
 
 
 
 

III. INSTALLATION RECOMMENDATIONS 
The Mini SPY RF is a recorder of physical parameters able to communicate wirelessly with the SIRIUS operating software.  
The wireless communication is based on radio frequency. As we are daily in contact with it (radio, TV…) it is ea sy to think that it always works. This is true if basic 
rules on the positioning of recorders are respected because wireless communication is subject to perturbations.  
 

Perturbation sources 

Presence of obstacles in the way of waves between the Mini SPY RF ModeM and the Mini SPY RF (wall, ceiling, person, furniture…) or close to the 
antenna.  

Obstacles thickness in the way of waves. The absorption is more important in diagonal than perpendicularly 
 
 
 
 
 
 
 

Waves cannot go through full metallic walls. On the other hand, a perforated wall allows waves to go through but with attenuation 
 
 
 
 
 
 

IV. USE 
Stop 

When you receive it, your Mini SPY RF is stopped. Only the time clock is active. It can neither emit nor receive anything. 

 

RECYCLING : do not throw in a rubbish dump or in a domestic waste container. Comply with the regulation to throw the 
device  away. 

 CE MARKING : this equipment is certified to comply with the European regulation for the electric security, inflammability, 
disturbing radiation emission and immunity to surrounding electric disturbances.  

Running led (green) 

Push button 

Alarm led (red) 
T° sensor 

Identification label 
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Start 

 
To start your Mini SPY RF, please press between 5 and 10” on the button:  
- the 2 LEDs are on and flash at the same time 

   - all display segments are also on 
   - - Mini SPY RF is now in waiting mode  

 
  Remark: If you press >10’’ => no effect => remains off 
 
 

Configuration 

Mini SPY RF configuration is done from the Sirius software and then transferred into your Mini SPY RF by radio frequency.  
 
 
 
 
 
 
 
 
 

Measurement start 

The Mini SPY RF has 2 starting mode: 
automatic start  
manual start  

 
Automatic start  

Your Mini SPY RF starts recording:  
 
automatically when the configuration is transferred, 
 
 
 
 
 
 at a programmed date and time: 
 
 
 
 
 

 Manual start  

Press shortly on the pushbutton  
 
 
 
 
 

Alarm visualisation 

The Mini SPY RF is equipped with different alarm indicators, when a threshold limit is overpassed. 
 
 
 
 

Measurement stop 

Depending on the configuration, the Mini SPY RF can stop recording or not. The different options are:  
Rolling memory: once the memory is full, the new values replace the oldest.  
Full memory: the recorder stops when the memory is full. 
From the software: you can put the Mini SPY RF in standby mode with Sirius when you do not use your recorder.  
From the pushbutton: this option is valid only if the Mini SPY RF is configured in transport mode with a start by pushbutton. 

 
 
 

 

 

 

 

 

 

Alarm LED (red): 
Flashes every 15’’. 

To stop your SPY RF, press between 5 and 10” on the button: 
- The 2 LEDs are on and then flash alternatively. 

Working LED (green): 
2’’ => starting measurements 
then flashes every 1 minute  

dd / mm / yy 
hh / mm / ss 

Working LED (green): 
2’’ => starting measurements 
then flashes every 1 minute  

Working LED (green): 
2’’ => starting measurements 
then flashes every 1 minute  
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T° OK (green led) flashes 
during 10’’. 

Alarm led (red) flashes 
during 10’’. 

Auto control or top zone 

The type of action depends on the Mini SPY RF configuration.  
TOP ZONE = Transport mode   and  AUTO CONTROL = Storage mode. This function enables you to customise an action of measurement check-
up. You just have to press shortly on the pushbutton. 
 
 
 

 
 
 
 
 
 
 
 
 

The action is recorded and will appear on the curve when you process the data with your software Sirius.  
 

Leds and pushbutton actions functioning  

The green led is on 2’’ when the measurement starts and then flashes each 1’ in recording mode. 

Specials functionning regarding the recorder using mode  
Device set up in storage mode 

Pushbutton pressing 
Mode   < 5" 5’’> pressing <10’’ 

OFF   - The 2 leds are on and flash at the 
same time. 

Waiting setup  Red led 2" - 
Starting measurements      

 
Pushbutton  Green led 2" = beginning of measurements - 

 
 

Delayed (date & time)   - - 

  
 

Immediately  - - 

Mesure Green led 10" = auto control - 

Device set up in transportation mode 

Pushbutton pressing 
Mode   < 5" 5"<appui>10" 

Off  - The 2 leds are on and flash at the same 
time. 

Waiting setup  Red led 2" - 

Starting measurements    
 

Pushbutton  
Green led 2" = beginning of 

measurements  - 

 
Delayed (date & time)   The 2 leds are on and flash at the same 

time = Waiting for starting measurements 
 

Immediately  - The 2 LEDs are on and then flash 
alternatively = ending measurements 

Mesure Green led 10" = Top zone The 2 LEDs are on and then flash 
alternatively = ending measurements  
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V. FEATURES 
FEATURES Mini SPYRF 
Measurement range  -40 +85°C 
Number of channels 1 internal 
Type of input PTC 
Accuracy ±0,4°C from -20 to +30°C / ±0,5°C outside 
Recording interval 
Response time 

1min to 90 min 
15 sec 

Memory size 10 000 measurements +1ko 
Operating conditions -30 +70°C 
Temperature for storage -40 + 85°C 
Radio range (in free field) Max 45 m adjustable 
Radio band  868MHz or 902MHz 
Battery lifetime 5 years 
Dimensions 85x55x18mm 
Protection level  IP68 
CE ERM conformity EN 301 489 / EN 61000 / EN 61010 

EN 55022 / EN 300 220 

VI. WARRANTY 
JRI Maxant products carry a one year warranty and guarantee against defects in their components or workmanship. 
During this period if any product supplied by the Company proves on inspection to be defective, the Company will at its own option replace the same or refund to the Buyer the 
price of the product. 
In no circumstances will JRI Maxant' liability exceed the price of the product paid by the buyer or the cost of replacement. 
JRI Maxant shall not in any event be liable to the Buyer for any indirect or consequential loss or damage costs or expenses whatsoever which might arise out of or in connection 
with the supply of the product or its consequent use. 
Consequently, the products warrantee and guarantee specified above, does not cover damage caused by fair wear and tear, abnormal storage conditions, incorrect use, 
accidental misuse, abuse, neglect, misapplication or modification, or use with non-JRI Maxant' hardware/software. No warranty of fitness for a particular purpose is offered and 
the user assumes the entire risk of using the product. 
In line with our policy of continuous development, we reserve the right to amend our product specification without prior notice. 

VII. MAINTENANCE CONTRACT 
JRI Maxant remains at your side...  
How to optimize your radio frequency installation? 
RF measuring systems communicate by radio frequency. However, there may be several factors that can modify the radio ways already defined, such as moving from a 
building, adding walls, … Radio frequency requires thus a periodical follow up performed by specialists.   
That’s why JRI Maxant has created maintenance contracts. We bring you a global solution which makes your maintenance easier. This overall service offer includes 
maintenance and also metrological services, which ensure you that your system is fully performant. 

You won’t worry about your devices maintenance anymore ! 
With this maintenance contract you will benefit for a minimal period of 2 years from the following advantages:  

- material verification once or twice a year 
- warranty extension 
- telemaintenance 
- telephone assistance +33 (0) 892 680 933 (0,282 € HT/min) 
- material replacement on site or by return in our manufacture 
- metrological certificates: verification of measurement accuracy 
- access to new software versions and updates 
- on-site intervention time within 3 open days after problem identification by our experts 
 

VIII. ENVIRONMENT PROTECTION 
JRI Maxant recommends to our customers to throw away their measuring and recording devices which are unserviceable and/or beyond repair in a way that is appropriate to 
environment protection. Insofar as the production of waste cannot be avoided, it is best to re-use them by proceeding with adapted recycling depending on the material used 
and considering the environment protection. 
RoHS Directive 
The ROHS European Directive rules and limits the presence of hazardous substances in electrical and electronic equipments (EEE). This Directive applies from 1st June 2006. 
In the article 2, the scope of this Directive excludes "9. Monitoring and Control Instruments" and our products are part of this category. Therefore, JRI Maxant’ products are not 
concerned by this new directive. 
Nevertheless, our company has decided to apply the whole dispositions of this Directive for all our new electronic devices which will comply to this 2002/95/CE Directive, on 1st 
June 2006 at the latest. 
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